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123B/124B/125B Users Manual Supplement

Change #1, 257
On page 54, replace step 9 with:

9. Push and use &% and to set the percentage of deviation for time (relative to 1 period) and the
amplitude deviation (relative to peak-to-peak) for waveforms. Threshold can be used for signals up to 4 kHz.

Change #2, 380
On the Cover, add the &) Symbol.

Change #3, a272, 676

On page 72, under Input A and Input B, for DC Voltage (VDC) replace
Accuracy with:

ACCUTACY ..ttt +(0.5 % + 5 counts) with noise filter OFF, no signal applied, after AUTOSET, and the
ground level moved to the center grid line.

Change #4, Tpubs-88

On pages 16, 43, 62, 63, 69, 70, and 85, change all references of BB 120 to
BB120 IV.

On page 66, Table 14, change BB120-11 to BB120 IV.
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Note

Replace the CD-ROM listed in the User Manual with the instructions to download the User Manual and Fluke View-
2 PC software. The instructions also include the software activation code label for FlukeView-2 (originally listed as
item 15 and part of the optional “S-versions”).

On page 5, Table 2, item @:
Remove:

+ CD-ROM with Users Manuals
On page 6:
Remove:

item @
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